Improved charcoal trap for rare gas mass spectrometry.
A charcoal trap for progressive desorption of rare gases, including helium and neon, is described and performance data given. Cooling is by a commercial helium expansion refrigerator. Temperatures are readily controlled down to about 20 K. No cold, condensed gases are used.